COMMONWEALTH of VIRGINIA

DEPARTMENT OF FORENSIC SCIENCE

CALIBRATION LABORATORY 737 NORTH 5TH STREET
A Nationally Accredited Laboratory RICHMOND, VIRGINIA 23219
(804) 786-6971

CERTIFICATE OF INSTRUMENT ACCURACY

INSTRUMENT: Intox EC/IR 1T
SERIAL NUMBER: 010510
CERTIFICATION DATE: December 31, 2014
DATE RECERTIFICATION DUE: June 29, 2015

The above listed instrument was found to meet all requirements for accuracy and performance established by the
Department of Forensic Science as required by §9.1-1101 (B)(3). Measurement traceability is established
through the use of reference materials supplied by an ISO/IEC 17025:2005 accredited calibration laboratory.

Estimation of Uncertainty of Measurement:

0.020 £ 0.004 g/210 L 0.150 £ 0.007 g/210 L
0.080 +0.004 g/210 L 0.250 £ 0.007 gl210 L

The Uncertainty of Measurement is reported at the 99.73% level of confidence and a coverage factor of k=3.
The estimation of the Uncertainty of Measurement is calculated for the Certification process only.

Timmy L. Neece, Jr.

Forensic Scientist

CITY OF RICHMOND
COMMONWEALTH OF VIRGINIA

| st
The foregoing was acknowledged before me this day of

by Timmy L. Neece, Jr.

Ciera N. Bexley

iy Notary Public - ID 7364173
Commonwealth of VA

My Com. Exps, G 5

Jk:ﬂ,/\m UN.

Ciera N. Boxley, Notary Public U -

My commission expires: August 31, 2018




TLar

Department of Forensic Science
Breath Alcohol Section
Instrument Maintenance History
12/31/2013 To 12/31/2014

Instrument Serial Number: 010510 As of 31-Dee-14

Maintenance Certification Technician
Date Date Initials Remarks
31-Dec-14 31-Dec-14  TLN (25387) CERTIFIED.
23-Jul-14 23-Jul-14  HMS (18910) CERTIFIED
28-Jan-14 28-Jan-14 SED (24178) CERTIFIED. REPLACED DRY GAS STANDARD.
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INTOX EC/IR II

Quality Assurance Worksheet

Instrument Serial Number
Location

Address 737 North 5th Str.

Worksheet Start Date

DFS Technician

¥ Laboratory

Site Specification: No detrimental environmental conditions exist.

Instrument Barometer (mm HG)

Reference Barometer(RB)Serial #

Measurement Assurance Check

License No.

i On-Site

§"

Reference Barometer (mm HG)

RB Calibration Due

Standard (sea level) PA Target maximum Sample 1 0.308
0.300 0.304 0.313 Sample 2 0.308
Precision sample min sample max Sample 3 0.307
0.001 0.308
Standard (sea level) PA Target maximum Sample 1 0.101
0.100 0.101 0.104 Sample 2 0.101
Precision sample min sample max Sample 3 0.101
0 0.101

Dry gas standard Lot No. (with tank no.)

I™ Replaced dry gas standard (+0-ring)
[~ Installed at Location

' Removed to DFS-Central

Notes:

Intox EC/IR || QA Worksheet

Issued by Calibration and Training Program Manager

Issue Date: 9-December-2013

Supplies

Mouthpieces
Certificates of Analysis
Operator Worksheet
Other:

DFS Document 250-F113
Revision 7
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Certification Date

Instrument Serial Number

W Measurement Assurance Check

¥ Certified

i~ Calibrated

¥ Instrument Test I Troubleshooting/Maintenance Worksheet Completed

{Successiul completion denotes satisfactory condition of the item.)

Standard (sea level) PA Target minimum maximum Sample 1 0.253
0.250 0.254 0.246 0.261 Sample 2 0.253
Precision sample min sample max Sample 3 0.253

0 0.253 0.253
Standard (sea level) PA Target minimum maximum Sample 1 0.153
0.150 0.152 0.147 0.156 Sample 2 0.153
Precision sample min sample max Sample 3 0.153

0 0.153 0.153
Standard (sea level) PA Target minimum maximum Sample 1 0.081
0.080 0.081 0.078 0.084 Sample 2 0.081
Precision sample min sample max Sample 3 0.081

0 0.081 0.081
Standard (sea [evel) PA Target minimum maximum Sample 1 0.020
0.020 0.020 0.017 0.023 Sample 2 0.020
Precision sample min sample max Sample 3 0.020

0 0.020 0.020

All measurements are in g/210L

Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

DFS Technician

Issuing Analyst

(311

P

6/-/._:///7/

3] 7Y

Intox EC/IR I} QA Worksheet

i

Issued by Calibration and Training Program Manager

Issue Date: 9-December-2013

DFS Document 250-F113
Revision 7
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intox BC/iIR-1i: Certitication

Department of Forensic Science
Serial Number: 0igsie Test Number: Li92
Test bate: i2/31/20i4 T'est Time: U/:2y EST

Technician Initials: FLN
Dry Gas Target: 0.254
Lot Nuamber: 077i3250id4-01 Exp bate: U5/0i/201i5
Tank Pressure: 133 psi Barometxric Pressure: 7/1 mmHg
system Check: Passed

Test g/210L rime
DIAG Pass U7:29
BLK 0.0040 U7:30
CHK U.453 uv:3t
BLK U.00u gjli132
CHEK 0.253 0fi:135
BLK UTIIY U 34
CHR U.253 Uii13b
BLK u.000 ai:3i
S5uUccess

Standard Value (at sea level): 0.25%0 g/2i0L

Certification Status: Continued



Tl

Intox EC/s/LlE—11: Certitication

Deparcment of Forensic sSclence
Serial Number: @i05i0 Test Number: Liivs
Test Date: iZ2/31i/2014 Test ‘ime: U/:41 LST

Technician Initials: TLN
LDry Gas %Yarget: U.152
Lot Number: 077i3150i3-02 Bxp vate: 05/01,/2015
Tank Pressure: 424 psi Barometric Pressure: 771 mmHg
System Check: Passed

Test g/21uL ‘time
DIAG Pass U7:41%1
BLK 0.000 U7:42
CHK 0.153 07:43
BLK 0.000 U7:44
CHK 0.153 07145
BLK u.00u 07:406
CHK 0.153 Ujady
BLK 0.v00 U748
Success

Standard Value (at sea level): 0.150 gsz1iubL

Certification status: continued
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Intoex BC/i1k-11: Certification

Department of Forensic science
Serial Numbexr: Uiu5iU Test Number: Jiiv4
Test Date: i2/3i/72014 Test Wime: Urz52 BESY

dechnician initials: Ly
Dry Gas Yarget: U.,us8l
Lot mumber: J44i308ULL-US BXp bbate: wvisuvis«culb
Tank Pressure: Z.l3 psi Barometric Pressure: 7/7i mmHqg
System Check: Passed

Test g/41iu0kL Time
D1AG Pass 07:52
BLK 0.00u 07:53
CHK g.081 07:54
BLK 0.000 07:55
CHK 0.081L 07:56
BLK §.000 07:57
CHK U.081 07:58
BLK 0.000 07:59
Success

Standard Value (atv sea ilevel}: 0.080 g/Z1iuUL

Certirication sStatus: continued
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Intox BC/iR-1l1: Certification

Department of Forensic Science
Serial Numbexr: U.iU5i0 Test Number: LiY95
Test Date: 12/31/2014 Test Time: U#:Ui AT

Technician lnitialils: PLN
bry Gas Target: U.U0Zu
Lot Mumber: U/771304054-0u3 Exp bate: s/ Uil sd0lb
Tank Pressure: 389 psi Barometric Pressure: 771 mmHqg
System Check: Passed

Test g/210L ‘T'ime
D1aG Fass Ug:02
BLK U.000 Ug:i03
CHK U.02u 08:03
BLK 0.000 gg8:05
CHK 0.020 U8:0b
BLK g.000 gB:07
CHK g.020 o807
BLEK 0,000 0B:09
Success

Standard vValue {at sea level): 0.020 g/Z2Ll0L

Certirication status: success



Intox EC/IR-Ii: Accuracy Check

Department of Forensic Science
serial Number: 0i0510 Test Number: U.l¥e
Test bate: 12/3i/2014 Test Time: vé:lz BSY
Dry Gas Target: 0.304
Lot Number: AG428003-10 Exp Date: 100772016
Tank Pressure: 428 psi Barometric Pressure: /7. mmHg
System Check: ~Passed

Test g/210L Time
BLK g.0v0 g8:Lz2
CHK U.308 Bl
BLK g.u0u ugikb
CHK U.308 Uil
BLK G.0uy s LY
CHRK U.3u7 Yorls

Test Status: SUuccess

Calibration CRC: UeElL97CD

T~
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intox BC/IH-11: Accuracy Check

Department of Forensic Science
serial Number: OiLuUSIU Tfest Number: LA¥/
Test Date: 1Z2/3i /2014 Test Time: (8:ds HST
Dry Gas Target: 0.101
Lot Number: AG4U780i-02 Exp bate: 03/i3/2ulb
Tank Pressure: 134 psi Barometric Pressure: 771 mmHg
System Check: Passed

Test g/2Ll0L Time
BLK 0.000 08:23
CHK 0.101 08:23
BLK 0.000 ug:25
CHK 0.101 ug:26
BLK U.0U0U Og:27
CHK g.101 ug:zd

Test Status: Success

Calibration CRC: UBELYICD



INSTRUMENT,

NEECHE ,JR.,

25387

010510

TEST,

LLMMY,

L

10/01/201e

08:36 EST

0.00

DFE Central

1273172014

Lab

1273172014



IntoxNet MIS Report

Report Generated 31 Dec 2014 at 08:46

Test Results

i

[ Instrument Serial Number 010510 ]

Test # 001198 Subiect Test
Test [Location 1  Department of
Test Date 31 Dec 2014

Operator's Last Name NEECE,JR.
Agency DFS Central Lab
Card Serial Number 125387
Subject's Last Name [INSTRUMENT
Subject’'s Middle Initial
Driver's License Number
Driver's License State
End Date 31 Dec 2014 End Time 08:37

Data Type DIAG Sample Value
Data Type BLK Sample Value
Data Type CHK Sample Value
Data Type BLK Sample Value
Data Type SUBJ Sample Value
Data Type BLK Sample Value
Data Type SUBJ Sample Value
Data Type BLK Sample Value

Standard Type Dry Gas Std
Standard Lot Number AG407801-02

Tank Pressure 129
Blow Sample Number 1 Blow Duration 3.00 sec
Blow Sample Number 2 Blow Duration 3.03 sec

Tamper Evident Stamp  34a04e11
Test Status  Success

Test Location 2 Forensic Science
Test Time 08:30
Remotel/Local
Operator's First Name TIMMY
Effective Date 10/01/2014

Subject's Date of Birth  G0/00/0000

Result Time 08:36

Test Location 3
System Check Passed
Local
Operator's Middle Initial L
25387
Expiration Date
Subject's First Name TEST

License Number
10/01/2016

Subject’s Sex Male

Driver's License Expiration  00/00/0000
Court Name DFS
Result Date 31 Dec 2014 Result 0.00

Pass Sample Time 08:30
0.000 Sample Time 08:31
0.101 Sample Time 08:32
0.000 Sample Time 08:33
0.000 Sample Time 08:34
0.000 Sample Time 08:35
0.000 Sample Time 08:36
0.000 Sample Time 08:37

Standard Value 0.101
Standard Expiration Date 03/19/2016
Barometric Pressure 771 mmHg
Blow Volume 2051 cc End-of-Blow Time 08:34
Blow Volume 1880cc End-of-Blow Time (08:36
Test Status Code 0
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